Comparison of four commercially available cAMP kits.
In this study four commercially available cAMP kits were compared and shown to differ with respect to reliability, sensitivity, simplicity and expiration time. It is not possible to recommend a particular kit, because the choice depends on the demands of the investigator, which, of course, may vary. However, in our opinion, one of the kits was inferior to the others.